INTRODUCTION
Rotator cuff tendon tears are one of the commonest sources of pain in the shoulder. Studies have shown that the incidence can range from 5% to 40% [1] [2] [3] of the population. Patients with symptoms often present with chronic pain and limitation in range of motion of the shoulder. Such tears are usually detected via ultrasonography or magnetic resonance imaging. Surgery is often recommended if the tear causes persistent pain or if there is profound loss of joint function. There are several repair techniques that the surgeon may opt for, depending on the size of the tear and the degree of tendon retraction. One commonly performed technique is the double-row repair.
Post-surgical healing of the repaired tendon is strongly correlated to the patient's functional outcome [4] . Therefore, much research has involved identifying strategies to help enhance tendon healing and to maintain integrity of the repair during the postoperative period. If the tendon is completely or partially detached from the tuberosity, the surgeon will face the challenge of ensuring adequate healing between the rotator cuff tendon and the tuberosity of the humerus. One strategy to counter this would be to maximise the contact area between tendon and bone [4, 5] . The underlying principle is that a greater area of contact of tendon-to-bone will result in a greater chance of tendon healing [4] [5] [6] [7] [8] . This, in turn, leads to improved mechanical strength and function of the repaired tendon [5] [6] [7] 9] .
Differences between the double and single-row repair for rotator cuff tears have been widely discussed. In a review by Roth et al [10] , the double-row repair was shown to have superior characteristics in terms of footprint contact area, tendon-to-bone compression and eventual load-to-failure rate. Similarly, tendon gap formation and re-tear rates are lower in double-row repairs compared to single-row repairs. It is interesting to note that no difference in clinical outcomes was observed between both groups; however, this could possibly be attributed to the relatively short follow up of 2 years [10] [11] [12] . The double-row repair still appears to be the favoured technique amongst surgeons.
The double-row repair is traditionally performed using four suture anchors -two are placed in the most medial aspect of the exposed humeral tuberosity footprint, forming the medial row; the other two anchors are placed at the superior or lateral aspect of the greater tuberosity, depending on the extent of exposed tuberosity. Whilst many studies have looked into the biomechanical properties and outcomes of single and double-row repair, few have actually compared the different types of double-row repair techniques, particularly in the area of tendon-to-bone contact.
A distinction should be made between coverage vs compression of the rotator cuff tendon to the footprint insertion. Coverage refers to the area of tendon-to-bone contact, while compression refers to the pressure of the tendon against the bone. While both coverage and compression are possible contributory factors in tendon healing, our study has a preliminary focus on coverage, with planned future studies focusing on compression to support our findings.
Our study aims to investigate the relationship between different double-row suture anchor configurations and the tendon-to-bone contact area in the repair of medium-sized rotator cuff tendon tears in a porcine cadaver model. We hypothesis that employing different double-row suture anchor configurations in rotator cuff repairs will not influence tendon to bone contact area.
MATERIALS AND METHODS
Twenty-four fresh porcine shoulders (mean age, 24 wk; range, 22-25 wk) without gross evidence of rotator cuff pathology were used for this study. We chose to use the infraspinatus tendon in a porcine model for a few reasons. Fukuhara et al [13] concluded that the geometric and biomechanical properties of the porcine infraspinatus tendon were similar to those of the human supraspinatus tendon, mainly in terms of thickness, footprint area, ultimate load-to-failure and linear stiffness. The porcine infraspinatus tendon is also easily identified. In addition, the bone surface where the infraspinatus tendon inserts into is relatively flat, making it ideal for secure placement of the pressure-sensitive film. In our city, fresh porcine shoulders are also easily available.
Soft tissue was carefully dissected from the scapula and the proximal humerus, preserving the infraspinatus muscle and tendon ( Figure 1 ). To create a tear in the infraspinatus tendon, a 1.5 cm × 2.5 cm rectangular full thickness segment of the infraspinatus tendon was sharply detached from its distal footprint. This was repeated in all specimens to create identical tears. The underlying bone surface was then prepared using a fine rasp to ensure an even surface for placement of subsequent pressure sensitive films.
We used identical pressure-sensitive films (Prescale Ultra Super Low Pressure type, Fujifilm, Tokyo, Japan) to determine the contact areas between the repaired infraspinatus tendons and the tuberosities. The pressure sensitivity range for this film was 0.2 to 0.6 MPa. Identical 10 mm × 10 mm pressure-sensitive films were cut to conform to the exposed bone on the tuberosities. Each film was fully sealed with adhesive tape prior to placement to prevent contamination.
The 24 porcine shoulders were divided into three groups of eight specimens. Double-row repair was performed for all three groups. The technique for Group 1 (G1) consisted of the standard two medial suture anchors -two lateral knotless anchors configuration, forming a suture bridge. The detached infraspinatus tendon was reflected off bone, and two symmetrically placed holes measuring 2 mm in diameter were created 1.5 cm apart from each other using a surgical awl at the medial edge of the reflected tendon. Similarly, two holes were placed over the lateral edge of bone where the tendon was detached, forming the lateral row. A 5.5 mm Bio-Corkscrew (Arthrex, Inc., Naples, FL, United States) with two #2 fibrewire sutures (four strands) attached was then inserted at a 45° angle in both medial holes to a depth marked on the suture anchor device. The sutures were then passed through the edge of the tendon in a knotless fashion. The sealed pressure sensitive film was placed over the centre of the footprint and secured in place with adhesive glue ( Figure 2 ). One pair of sutures from each medial row suture anchor was crossed with the corresponding pair in the other medial anchor and, together with the uncrossed pair of sutures, secured to one lateral row knotless anchor each (5.5 mm Bio-Swivelock, Arthrex, Inc.) ( Figure 3 ). Upon completion of the repair, a 60-s interval was maintained before the sutures were cut sharply with a scalpel. Careful measures were taken to avoid placing additional pressure on the soft tissue. The pressure sensitive film was then carefully removed from the footprint for further analysis. All dissections and repairs were carried out by a single surgeon under the supervision of the senior author to minimise inter-specimen technique variability.
For Group 2 (G2), two medial suture anchors and one lateral knotless anchor were inserted. The medial and lateral anchors were similarly connected by a suture bridge. The technique and instruments used were identical to G1, apart from the placement of only one lateral knotless anchor, which was inserted at equidistance from each lateral row knotless anchor.
Group 3 (G3) consisted of one medial suture anchor -two lateral knotless anchors repair connected by a suture bridge. The technique and instruments used were once again identical to G1, except that only a single medial anchor was used. Placement of this anchor was inserted at equidistance from each medial row suture anchor ( Figure  4 ).
After the film was retrieved from the footprint, the adhesive tapes were carefully removed. The digital image of each pressure sensitive film imprint was obtained at a resolution of 600 pixels/inch using a digital scanner. The area marked out in dark pink represented good contact from the overlying repaired tendon, while areas in light pink or white indicated little or no contact. Image J, an imaging software, was used to analyse the digital images in grey scale ( Figure 5A and B) . The imprinted contact area on the pressure sensitive film was digitized and subsequently computed using the imaging software.
Statistical analyses
Statistical analyses were performed using the Kruskal-Wallis test, with the repair construct as the factor and contact area as the measured variable. Results from the three groups of double-row rotator cuff repair techniques were analysed. Significant differences were noted where P < 0.05.
RESULTS
Our results showed that the mean contact area (± SD) between the infraspinatus tendon and the underlying tuberosity for G1 (2 medial -2 lateral) was 75.1 ± 9.3 mm 2 . The mean contact area for G2 (2 medial -1 lateral) was 75.0 ± 4.9 mm 2 , while the mean contact area for G3 (1 medial -2 lateral) was 72.9 ± 5.2 mm 2 .
Our results showed that there was no statistically significant difference between the mean contact areas of the treatment groups (P = 0.82) ( Figure 6 ). This was an interesting finding as we were expecting to see a greater tendon contact area in the 2 medial -2 lateral group (G1).
DISCUSSION
The double-row repair has been described in the literature to be superior in restoring footprint dimensions as compared to the single-row repair [6, 9, 14] . In maximising the contact area between the rotator cuff tendon and bone with a double-row repair, the healing potential is optimized [4] [5] [6] 8, 15] . Apreleva et al [5] described a possible improved biological healing process with a larger area of contact between the rotator cuff tendon and bone by increasing the size of the newly formed insertion site, to allow more fibres to participate in the healing process. Fealy et al [6] believes that vigorous tendon mobilization, combined with a broad surface area to allow for bone-tendon healing, provides a suitable environment for repair of rotator cuff tears, including large ones. The hypothesis is that with a larger footprint contact area, more tendon fibres are exposed to bone, which in turn results in improved healing potential [16] . A study by Park et al [4] has further supported this, concluding that by maximising the contact area between the tendon and tuberosity at the rotator cuff footprint, the biological healing process is enhanced, which leads to improvement of mechanical strength and function of the repaired tendon. A number of ongoing and recent studies are describing new techniques in an effort to achieve stronger fixation strength and to increase the rotator cuff footprint contact area. There is paucity of literature to show that contact area is not important in terms of rotator cuff repair and healing.
We acknowledge that both coverage and compression are contributory factors in tendon healing [8, [17] [18] [19] . While the role of contact area is supported by literature, the effects of compression -which is the pressure experienced between the tendon and bone -may not be that clear. Multiple studies have shown that optimizing pressure between the tendon and bone can be beneficial for healing [8, [17] [18] [19] . Weiler et al [19] showed that a high pressure environment created with the use of interference fit fixation was beneficial for direct osseous bridging between the tendon and bone using autologous Achilles tendon. However, microscopically, the effects of high tendon to bone pressure at the footprint may be at the expanse of vascularity. Further studies in this area, together with a follow-up study focusing on compression, could potentially further validate the use of the 3-anchor construct.
While many studies have looked at the contact area between single vs double-row repairs, few or no studies to our knowledge have analysed the contact area characteristics between double-row repairs performed using 3 and 4-suture anchors.
Our study has shown that the double-row technique not only results in good footprint contact area (> 70% compression at a defined area of footprint), but also that the use of either a 3 or 4-suture anchor construct yields similar tendon-to-bone contact area in the repair of a medium-sized tear, no larger than 1.5 cm × 2.5 cm. This potentially favours the use of just three anchors. With the use of less hardware, the chance of creating a high-pressure environment at the expense of vascularity between tendon to bone may hypothetically be reduced. Further in-vivo studies will be needed to substantiate this.
In our institution, the cost of a suture anchor ranges between S$600 to S$900. By using one less anchor per patient (25% savings in terms of cost), it appears that the same result may be achieved while promising a potential reduction in healthcare costs in the long run. Additionally, by employing one less anchor, there is a significant reduction in the surgical time required to complete the double-row repair, which translates to the benefit of decrease in anaesthetic time. In our local context, patients' bone sizes are generally smaller, which may further support the use of fewer suture anchors; the greater tuberosity in Asians may not be large enough for four anchors [20] . In a study conducted by Franceschi et al [21] , they reported a statistically significant difference in operative time between the single-row and double-row repair (42 ± 18.9 min vs 65 ± 23.4 min, respectively). The increase in surgical time together with the higher cost of placing more anchors appear to make the use of the double-row repair less ideal than the single-row repair, especially for smaller (< 3 cm) tears. The use of a 3-anchor double-row construct is a potential solution to minimize these disadvantages, yet reaping its own benefits of maximizing footprint contact area and healing.
Our study has a few limitations. The first would be the small sample size, which is inherent to cadaveric studies. Secondly, the use of a porcine cadaveric model -while geometrically and biomechanically similar to humans -is still disadvantageous as compared to using a human cadaveric model due to the difference in anatomy. However, the effect of this limitation is reduced as contact area, instead of the healing process, was being measured. Additionally, our study did not make use of a tensiometer to gauge the tension of the repairs. The effect of this was minimised as much as possible by maintaining equal depths of all the suture anchors, to ensure uniform tension in all the repairs. Lastly, fresh tendons tears were used, which may not replicate the quality of the tendons in chronic tears. Perhaps further studies can be performed in human cadaveric specimens to quantify contact pressure and pull-out strength, to validate further the use of the 3-anchor construct.
In conclusion, the double-row repair technique is commonly employed for the surgical treatment of rotator cuff tears. Our study showed that there is no statistical difference in tendon-to-bone contact area when using a 3 or 4-suture anchor construct. This may potentially translate to shorter surgical times and lower healthcare costs with the use of fewer anchors without compromising tendon-to-bone healing of rotator cuff tears. 
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Research background
In rotator cuff repair surgery, the double-row technique is widely performed and remains one of the most commonly performed techniques. The double-row repair is traditionally performed using four suture anchors.
Research motivation
This study proves that the use of a 3-suture anchor construct is non-inferior to that of a 4-suture anchor construct in terms of footprint contact area. The use of a 3-suture anchor construct may potentially translate to significant reductions in surgical and anaesthetic times, as well as a reduction in healthcare costs in the long run. Future research studying the contact pressure and pull-out strength can be undertaken to validate further the use of a 3-suture anchor construct as a non-inferior alternative to the 4-suture anchor construct while achieving the abovementioned benefits.
Research objectives
The objective of our study was to demonstrate for the first time that there is no statistical difference in tendon to bone contact area when using a 3 or 4-suture anchor construct. By demonstrating so, it has introduced the possibility that the 3-anchor construct may be a comparable alternative to the standard 4-anchor construct in terms of efficacy. This study can be used in conjunction with future research comparing contact pressure and pull-out strength to further validate the use of 3-anchor construct over the traditional 4-anchor construct.
Research methods
Twenty-four fresh porcine shoulders without gross evidence of rotator cuff pathology were used. The use of a porcine model was chosen due to a previous study reporting the geometric and biomechanical similarities between the porcine infraspinatus tendon and the human supraspinatus tendon. Identical tears were created in these porcine shoulders over a 1.5 cm × 2.5 cm infraspinatus insertion footprint. Double-row repair techniques, with 3 to 4-suture anchors in different configurations, were employed for three control groups. Each group consisted of eight shoulders with identical repair configurations. Footprint contact areas of the repaired tendon against the tuberosity were determined using pressure sensitive Fujifilm placed between the tendon and tuberosity.
Research results
The study demonstrated for the first time that there is no statistical difference in tendon-to-bone contact area when using a 3 or 4-suture anchor construct. This study can be used in conjunction with future research comparing contact pressure and pull-out strength to further validate the use of 3-anchor construct over the traditional 4-anchor construct.
Research conclusions
The study found for the first time that there is no statistical difference in tendon-to-bone contact area when using a 3 or 4-suture anchor construct. It has hence introduced the possibility that the 3-anchor construct may be a comparable alternative to the traditional 4-anchor construct in terms of efficacy. This may potentially translate to shorter surgical times and lower healthcare costs with the use of fewer anchors without compromising tendon-to-bone healing of rotator cuff tears.
Research perspectives
This study introduces a new, alternative technique to the traditional 4-anchor construct that has been performed for years. This study can be used in conjunction with future research comparing contact pressure and pull-out strength to validate further the use of 3-anchor construct over the traditional 4-anchor construct.
